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PSIFT andPOF were also calculated.Finally, the computation 
time required for OF registration was measured. 
 
 
Results: A total of 1345 trajectories were extracted (from5 
up to 99 per subject). Table I reports the motion fields 
accuracy results.The median value of DSIFT-OF waswithin the 
pixel size (1.28 mm) in 27 out of 30 subjects. The median r 
SIFT-OF was 0.92 ± 0.08(mean ± SD among all subjects) with just 
18/1345 trajectories reporting notstatistically significant 
correlations (t-test p-value ≥ 1%) to SIFT. The computation 
time for a singleregistration was 49.2 ± 2.4 ms (mean ± SD, 
3.20GHz processor, 64GB RAM). 
 
Conclusion: Livermotion trajectories obtained through OF 
registration were comparable to thosemeasured using robust 
feature matching. Moreover, the OF method calculates a 
densemotion field that can be used to simultaneously track 
multiple internal structures(e.g. tumour and OAR contours) 
during irradiation. Finally, OF registrationappears well suited 
to online motion monitoring, as it is fully automated andits 
low computational cost allows tracking within current cine-
MRI acquisition periods. 
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Purpose or Objective: Spine SBRT requires high positioning 
accuracy to avoid target miss and excessive OAR dose. 
However, conventional linacs do not allow high resolution 
spine position monitoring during irradiation. We analyzed 
kilo-voltage (kV) images routinely acquired by the gantry-
mounted imager during spine SBRT using markerless template 
matching + triangulation. The aims were to determine 
whether this method would be suitable for sub-mm, sub-
second on-line verification of spine position, and to 
determine spine stability. 
 
Material and Methods: kV images, continuously acquired at 7 
or 11 frames/s during FFF VMAT spine SBRT of 18 patients, 
comprising 89 fluoroscopy datasets (1 dataset/arc), were 
analyzed off-line. Four patients were immobilized in a 
head/neck mask, 14 had no rigid immobilization. 2D 
reference templates of the planning CT (1 template/°) were 
created in the form of filtered DRRs. The 360 templates 
consisted of the contoured vertebra + 2 mm. kV projection 
images were pre-filtered with a band-pass filter. Normalized 
cross correlation was used to find the 2D template position 
resulting in the best match between template and kV image. 
Multiple registrations were triangulated to determine 3D 
position. Average position and SD were calculated for each 
resulting motion trajectory. These SDs include spine stability 
and precision of the template matching + triangulation. To 
verify the accuracy and precision, mean and SD of two 
stationary phantom datasets with different baseline shifts 
were measured. 
 
Results: Template matching + triangulation was performed 
within 0.1s/image. For the phantom, SDs were 0.21-0.23 mm 
for left-right (LR), 0.20-0.18 mm for superior-inferior (SI) and 
0.24-0.23 mm for the anterior-posterior (AP) direction. The 
maximum difference in average detected and applied shift 
was 0.15 (LR), 0.37 (SI) and 0.03 (AP) mm. The table 
summarizes the SDs and percentages of tracked images for 
the clinical datasets. The template matching software 
performed less well for datasets in which the kV projection 
images contained overlying structures (e.g. clavicle, ribs, 
heart, diaphragm). Maximum spine position offsets were: -
1.43–2.20 (LR), -3.48–0.68 (SI) and -1.14–1.52 (AP) mm. 
Average positional deviation was ≤1 mm in all directions in 
90% of the arcs. 91% of all tracked points (total combined x, y 
and z points=81327) deviated by <1 mm from the planned 
position, 97.4% by <1.5 mm, and 98.8% by <2 mm. 
 
 
 
Conclusion: Template matching + triangulation using kV 
images acquired during irradiation allows markerless spine 
position detection with sub-mm accuracy at sub-second 
intervals, without the need for supplementary hardware. This 
method is fast enough to be applied to near real-time on-line 
positional verification. Further technical improvements, such 
as increase of tracking rate, are anticipated. Although most 
patients were not immobilized they were stable at the sub-
mm level for the majority of tracking observations. 
 
 
 
 
 
